DEVELOPMENT OF UV-SPECTROPHOTOMETRIC METHOD FOR THE DETERMINATION OF IMATINIB MESYLATE (ITM) IN BULK AND FORMULATION

MS. PATIL SMITA J.* DR. DOIJAD RAJENDRA C., MS. DHUMAL PRIYA P.

M. Pharm, Ph.D. Professor and Principal, Shree Santkrupa College of Pharmacy, Ghogaon. Tal –Karad, Dist – Satara. Pin-415 103, M.S., India. Email: smtz123@rediffmail.com,

Received: 20 April 2013, Revised and Accepted: 18 may 2013

ABSTRACT

A simple and precise spectroscopic method for determination of Imatinib Mesylate in its bulk and tablet dosage forms has been developed and validated. This method based upon measurement of light absorption in UV region. The UV spectra of Imatinib Mesylate showed that maximum absorbance of light was observed at 281 nm and linearity was observed in the concentration range of 2-28ug/ml with correlation coefficient 0.999. The proposed method was validated as per ICH Q2 (R1) guidelines for linearity, accuracy, precision and recovery. The limit of detection (LOD) and limit of quantitation (LOQ) were found to be 0.040468(μg/ml) and 0.122263(μg/ml) respectively by simple UV Spectroscopy.

Keywords: Imatinib Mesylate, UV Spectroscopy, Method validation.

INTRODUCTION

Imatinib is a cancer medication prescribed to treat leukemia and gastrointestinal tumors. It operates by inhibiting proteins associated with cancer cell growth in order to relieve symptoms, prevent the spread of cancer cells, and aid other treatments. Imatinib is one of the newest anticancer drugs in the market and was one of the first drugs to be pushed through Food and Drug Administration’s (FDA) fast track designation for approval. The drug is designed to inhibit tyrosine kinases such as Bcr-Abl and is used in the treatment of chronic myeloid leukemia (CML) and gastrointestinal stroma tumors.

MATERIALS AND METHODS

Instrument

A UV – Visible double beam spectrophotometer (JASCO), model no. V-530 with 10 mm matched quartz cells was used for experiment. All weights were taken on Analytical balance.

Reagents and Standards

Imatinib Mesylate reference standard was obtained from Sun Pharmaceutical Industries Ltd , Mumbai, India. The tablets of brand Mitinab( Glenmark) of 100mg were obtained from local pharmacy. The double distilled water was used as solvent for the experiment.

Experimental

Preparation of standard stock solutions of ITM

Accurately weighed 100 mg of Imatinib Mesylate transferred to 100 ml volumetric flasks. It was dissolved in Distilled Water and was shaken manually for 10 min. The volume was made up to the mark with same solvent to obtain final strength 100 μg/ml.

Determination of λ max

From the stock solutions, 1.0 ml of Imatinib Mesylate was transferred to 10 ml volumetric flask and the volume was adjusted to the mark with same solvent to obtain Strength 10μg/ml. The solution was scanned in the UV range 200-400 nm. (Figure 2).

Figure 1: Structure of Imatinib Mesylate

The chemical name of Imatinib Mesylate is 4-[(4-methyl-1-piperazinyl)methyl]-N-[4-methyl-3-[4-(3-pyridinyl)-2-pyrimidinyl]amino] phenyl benzamide mono methane sulfonate. It has a molecular formula of C29H31N7O.CH4O3S and a molecular weight of 589.71. It has the structural formula (Fig.1). Imatinib Mesylate is a white crystalline powder which in freely soluble is distilled water, 0.1 N HCl, methanol and sparingly soluble in dimethyl ether [1].

Literature Survey revealed that the drug has been estimated by Liquid chromatography29 and Spectrophotometry30 methods in biological fluids like human plasma and rat plasma and HPLC method in pharmaceutical formulations has been reported so far. But no UV-Spectroscopic method was reported for the estimation in bulk and pharmaceutical dosage forms.

The aim of present work was to develop and validate a simple, precise, sensitive, specific spectroscopy method for Imatinib Mesylate in its bulk and tablet dosage form.
Appropriate known volumes of aliquots from standard stock Imatinib Mesylate solution were transferred to separate 10 ml volumetric flasks. The volume was adjusted to the mark with Distilled water to a series of concentration in the range of 2-28 μg/ml (Fig 2). Absorbances of these solutions were recorded at 281.0 nm (shown in Table 1) and Calibration curve was plotted, absorbance vs. concentration (shown in Fig. 3).

![Calibration Curve of ITM at 281.0 nm](image)

**Figure 3: Calibration Curve of ITM at 281.0 nm**

**Limit of Detection and Limit of Quantification**

The LOD and LOQ of Imatinib Mesylate were determined by using standard deviation of response and slope approach as defined by ICH guidelines. The LOD and LOQ were found to be 0.040468 and 0.122263 respectively (Shown in Table 2).

**Determination of E (1%, 1cm) of ITM**

Aliquot portions of Imatinib Mesylate from stock standard solution were transferred to five different 10 ml volumetric flasks; diluted with same solvent to obtain concentration of 20 μg/ml. The absorbance of each solution was measured at 281.0 nm. A(1%,1cm) values of drugs were calculated using following formula –

\[
A(1 \%, 1 \text{cm}) = \text{Absorbance/Concentration (g/100 ml)}
\]

The data obtained for absorbtivity values of drugs were as shown in Table 3.

**Analysis of bulk sample by proposed method**

In order to see the feasibility of proposed method for estimation of ITM in marketed pharmaceutical formulations, the method was first tried for estimation of drugs in standard laboratory mixture. Accurately weighed quantities 10 mg ITM was taken in 100 ml volumetric flask and dissolved in distilled Water by vigorous shaking. The volume was made up to the mark by same solvent. The aliquot portions of this stock solution were further diluted with solvent to get final concentration of about 10 μg/ml ITM and the absorbance was measured at 281.0 nm against solvent as blank and data obtained were as shown in Table 4.

**Application of Proposed Method for Analysis of tablet formulation**

For analysis of commercial formulation, twenty tablets were weighed, average weight determined and crushed into fine powder. An accurately weighed quantity of powder equivalent to 10 mg of ITM was transferred into 100 ml volumetric flask containing 30 ml distilled Water, shaken manually for 10 min., volume was adjusted to mark with same solvent and filtered through Whatmann filter paper no. 45. An appropriate aliquot was transferred to 10 ml volumetric flask, volume was adjusted to the mark and absorbance was recorded at 281.0 nm. The data obtained were as shown in Table 5.

**Validation of proposed method**

The Proposed method was validated as per the ICH Q2 (R1) guidelines for linearity, range, accuracy, precision, ruggedness.

**Accuracy**

To assess the accuracy of the proposed method, recovery studies were carried out three different levels i.e. 50%, 100% and 150% To the pre- analyzed sample solution a known amount standard drug solution was added at three different levels, absorbance was recorded. The % recovery was then calculated by using formula

\[
\% \text{ Recovery} = \frac{A - B}{C} \times 100
\]

Where A = Total amount of drug estimated

B = Amount of drug found on preanalysed basis

C = Amount of Pure drug added

The data obtained were as shown in Table 6.

**Precision**

Precision of the method was studied as repeatability, intra-day and inter-day precision. Repeatability was determined by analyzing ITM (10 μg/ml) for six times and the results were as reported in Table 7. Intra-day precision was determined by analyzing the 8, 12, 16 μg/ml of LCD for three times in the same day. Inter-day precision was determined by analyzing the same concentration of the solutions daily for three days. The data obtained were as reported in Table 8.

**Ruggedness**

Ruggedness of the proposed method was determined by analysis of aliquots from homogenous slot by two analyst using same operational and environmental conditions. and the data obtained were as reported in Table 9.

**RESULTS AND DISCUSSION**

The development of a simple, rapid, sensitive and precise spectrophotometric method for the routine quantitative determination of samples will definitely reduce unnecessary tedious sample preparations and the cost of materials and labour. Imatinib Mesylate is an UV-absorbing molecule with specific chromophores in the structure that absorb at a particular wavelength and this fact was successfully employed for their quantitative determinations using the UV spectroscopic method. The spectral analysis showed the λ max of Imatinib mesylate to be 281 nm. The calibration curve was obtained for a series of concentration in the range of 2-28μg/ml. It was found to be linear and hence suitable for the estimation of the drug. The slope, intercept, correlation coefficient and optical characteristics were summarized in Table 10. Regression analysis of Beer’s law plot revealed a good correlation. The effects of various excipients generally present in the tablet dosage form of Imatinib mesylate were investigated. The results indicated that they did not interfere in the assay. The proposed method was validated as per the ICH guidelines. The precision was measured in terms of repeatability, which was determined by sufficient number of aliquots of a homogenious sample. The % RSD was found and lie within the range of ± 2.0. This showed that the precision of the method was satisfactory. Results showed that the recovery of Imatinib mesylate by the proposed method was satisfactory. Ruggedness and Robustness were also determined. Thus the developed UV Spectroscopic method for analysis of Imatinib Mesylate in pharmaceutical dosage form and use of spectrophotometry enables analysis of several samples at the same time.

**Table 1: Linearity study of ITM**

<table>
<thead>
<tr>
<th>S. No.</th>
<th>Concentration of ITM [μg/ml]</th>
<th>Absorbance Mean ± S.D. [n = 5]</th>
<th>%R.S.D.</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>0</td>
<td>0.0090 ± 0.000217</td>
<td>0.3267</td>
</tr>
<tr>
<td>2</td>
<td>4</td>
<td>0.00978 ± 0.000217</td>
<td>0.3267</td>
</tr>
<tr>
<td>3</td>
<td>8</td>
<td>0.17616 ± 0.000241</td>
<td>0.1761</td>
</tr>
<tr>
<td>4</td>
<td>12</td>
<td>0.24828 ± 0.000259</td>
<td>0.2483</td>
</tr>
<tr>
<td>5</td>
<td>16</td>
<td>0.32676 ± 0.000207</td>
<td>0.3267</td>
</tr>
<tr>
<td>6</td>
<td>20</td>
<td>0.40376 ± 0.000241</td>
<td>0.4038</td>
</tr>
</tbody>
</table>

Patil et al.  
**ACKNOWLEDGEMENT**

The author was thankful to Sun Pharmaceutical Industries Ltd, Mumbai, India for providing the gift sample of Imatinib Mesylate API. The author was also thankful the Principal Dr. R. C. Doijad for providing laboratory facility.

**REFERENCES**

8. Rosasco et al. Validation of an HPLC Method for the Determination of Imatinib Mesylate in Pharmaceutical Dosage...
